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ABSTRACT A method of polarization optical analysis is described in which phase retardation
attributable to birefringence of a minute area in a microscopic object is determined . The optical
system consists of a polarizing microscope with. "rectified" strain-free lenses, a photoelectric
detector to determine the intensity of the light passing through a minute window located at
the image plane of the specimen, and a stage that moves the specimen at appropriate velocities
for scanning . The error resulting from any flare of light emerging from outside of the area to be
measured is minimized by limiting the illuminated area . The specimen can be observed during
the measurement of light intensity by illuminating the whole microscope field at a wavelength
different from that of the light used for the measurement. The retardation of the specimen is
determined bycomparing the specimen and background intensities as functions of the azimuth
of a Brace-Kohler compensator . Alternatively, retardation is obtained directly from the light
intensity at a fixed compensator angle, using the theory of polarization optics . The basal noise
level for the present apparatus is -0.03 nm when measuring birefringence of a 4-I-tm2 area in
0.1 s, using a x 40, NA 0.65 objective . The noise decreases in inverse proportion to the square
root of the area times the duration of measurement .
Polarization optical analysis gives valuable clues to the ultimate
structure of living matter and to an understanding of the
mechanism of functional changes taking place in living cells.
That is so because birefringence is a manifestation of the
structural anisotropy ofmolecules and/or arrangement of mol-
ecules, the dimensions of which lie below the limit ofresolution
of the light microscope . Though information on submicro-
structure obtained by polarization microscopy is not as direct
as by electron microscopy, the information is gained directly
on active living cells and thus the two approaches complement
each other .
In most previous investigations, the retardation of an object
was determined by seeking the retardation of a variable com-
pensator that extinguished the brightness of the object when
introduced in the optical path of the polarizing microscope.
However, it is difficult to determine the precise extinction point
by eye, so that measurement by densitometry of photomicro-
graphs (e.g., see references 8 and 13) and photoelectric mea-
surement (e.g., see references 1, 2, and 14) have been used . In
the former method, many steps separate the determination of
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densities in the negative film and the determination of light
intensity at the image plane of the microscope .
Because the retardation and axes of birefringence are differ-
ent in different regions of the cell, they should be determined
for small areas having uniform birefringence . As pointed out
by Naora (10) in microspectrophotometry, the brightness of an
area in a microscope field is affected by the flare of light
emerging from the surroundings (Schwarzschild-Villiger [SVJ
effect; see reference 10) . This effect can be minimized by
inserting a diaphragm in the optical path so as to limit size of
the illuminated area. However, because only a small area is
illuminated, it is then impossible to observe the entire micro-
scope field.
In the present paper, we report details of an apparatus for
determining weak birefringence ofminute areas in microscopic
objects by a photoelectric method. The SV-effect is minimized
by reducing the illuminated area by inserting a small window
in the optical path; the entire microscope field can be observed,
without affecting the photoelectric measurement, by illuminat-
ing it with light ofa different wavelength . In the accompanyingpaper (5), we report localized birefringence measurements in
dividing sea urchin eggs using this apparatus .
MATERIALS AND METHODS
Birefringence Detection System
The birefringence detection system consists of a Nikon Apophot microscope
(Nippon KogakuK . K., Tokyo, Japan) equipped with rectified strain-free optics
(7), a light source to illuminate a limited area for measurement, another light
source for observation ofthe entire microscope field, and a photoelectric detector
(Fig . 1) . The specimen (S), between a cover slip and a strain-free slide placed on
the stage (ST), was illuminated by red light for observation and photography,
and by a small spot ofgreen light for photoelectric measurement . The light for
observation originated from the built-in light source of the microscope (SI, a
Xenonlamp,UXL-151D ; Ushio Electric Inc., Tokyo, Japan);then passed through
a heat-absorbing filter(FI), acolor filter (F2)absorbing raysofshort wavelengths
(<600 nm), an optical system for Kdhler illumination (LI-L6), a dichroic mirror
(DMI ), a polarizer (P), a compensator (C), anda rectified condenser (RC) ; and
finally illuminated the entire microscope field. The light for measurement
emerged from the second light source (S2),a super-high-pressure mercury lamp
(USH-1021); Ushio Electric Inc.), then passed through a collector lens (L7), a
heat-absorbing filter (F3), an interference filter (F4) for transmitting 546-mm
wavelength light, and a minute rectangular window ( WI); was reflected by the
dichroic mirror (DMI ); then passed along the same path as that ofthe red light ;
and illuminated a minute rectangular area in the specimen.
The mica compensator(C) (Brace-Kdhlertype, 27 .7 nm [0.319 radian] or 24.7
nm [0.284 radian] for 546-nm monochromatic light ; Nippon KogakuK.K .) was
rotated with a micromotor attached to a potentiometer, which converted the
compensator angle to voltage . The condenser (RC) was fated with rectifiedoptics
(cf . reference 7) (f= 8mm, 1.15NA orf= 16 mm,0.52NA ; Nippon Kogaku K .
K .) . Thewindow ( WI), which was custom made by Narishige Scientific Instru-
ment Laboratory, Tokyo, Japan, consisted of a pair of slits set at right angles to
each other . The width of each slit could be varied with a screw device from 30 to
750 pin . WI was positioned so that its image was focused by the condenser (RC)
at the plane ofthe specimen (S). Because the size of the image was reduced to
1/30 of the size of the window when the condenser of 8-mm focal length was
used, the width ofthe illuminated area could be varied from l to 25 pin . When
the rectified, long (8-mm) workingdistance condenser of16-mm focal length was
used, the illuminated area could be varied from 2 to 50Fm in width . The position
of WI was centered on the optical axis with a screw device, during observation
through the inclined tube (IT), or through the viewfinder ( VF) ofthe microscope
camera (MC).
The image of the specimen was formed on the image plane in the viewfinder
( VF) or on the film in the microscope camera (MC) throughaNikon rectified
objective(OB ; x 10/0 .30, x 20/0.40, x 40/0.65 or x 100/1.25), an ocular (OC;
HKW[high rye-point compensating wide-field ocular)x 10; Nippon Kogaku K .
K.), a dichroic mirror (DM2), and the lens (LIO or L11) of the microscope
camera . The dichroic mirrors (DMI, DM2), which were supplied by Nippon
KogakuK . K ., passed long-wavelength lightand reflected short-wavelength light
(50% transmission at 570-nm light) . Because practically all of the red light for
observation and a small fraction of the green light for measurement passed
through the dichroic minor (DM2), the area illuminated by the green light could
be recognized at thecenterofthered-illuminated microscopefield when observed
through the viewfinder ( VF). Mostofthe green light wasreflected bythe dichroic
mirror (DM2)and formed the image of WI on the plane of the second window
FIGURE 1
￿
Diagram of the optical and recording systems . A, analyzer ; C, compensator; CO, photomultiplier cooler ; DM1, DMZ
dichroic mirrors ; F1, F3, heat-absorbing filters ; F2, red filter for absorbing rays of short wavelengths (<600 nm) ; F4, F5, F7,
interference filters for passing 546-nm wavelength rays ; F6, neutral density filter; FS, field stop ; IT, inclined tube for observation ;
L1-L11, lenses; Ml-M5, mirrors ; MC, microscope camera ; M01, M02, M03, micro-motors with potentiometers ; OB, objective;
OC, ocular; OS, oscilloscope ; P, polarizer; PC, photoncounter ; PM1, PM2, photomultipliers ; PR,prism ; RC, rectified condenser; S,
specimen; S1, light source for observation (xenon arc lamp) ; S2, light source for measurement (high-pressure mercury arc lamp) ;
SH1-SH3, shutters ; ST, microscope stage ; TS, telescope for adjusting the position of W2; VF, viewfinder of the microscope camera ;
W1, W2, windows for limiting the light beam for measurement .
11 6
￿
THE JOURNAL OF CELL BIOLOGY " VOLUME 89, 1981( W2) after passing through a lens (LS ;f= 12 .5 cm) . W2 consisted of a pair of
slits set at right angles to each other, and the width of each slit could be varied
from 0 to 5 nun, which corresponded to 0-25 lam at the specimen plane when a
x 40objective and a x 10 ocular were used. Before experimentation, the position
of W2 was adjusted with a screw device and position to the axis of the optical
system by observation through a telescope (TS) that was removed from the
optical path during measurement . The size of WI was adjusted so that its image
at the plane of W2 was slightly larger than the area of W2, as will be described
later. The light passing W2 was cast on the photocathode of a photomultiplier
(PMI) after a slight divergence by a lens (L9) . An interference filter (F7) could
be introduced to cut out the red light that strayed into the optical path, although
it was usually not necessary because the intensity ofthestray lightwas very small,
as is mentioned later .
The intensity of light was determined by counting the number of photoelec-
trons emitted at the photocathode of the photomultiplier (PM] ; R464, Hama-
matsu TV Co ., Hamamatsu, Japan) for each given duration, which varied from
5 ms to 200 s, with a photon counter (PC; PC-545A with preamplifier IA551, NF
Circuit Design Block Co ., Yokohama, Japan) and was displayed with an oscil-
loscope (OS; 5103N, Sony-Tektronix Co., Tokyo, Japan). The photomultiplier
(PMI), which was mounted in a photomultiplier cooler (CO; C659, Hamamatsu
TV Co.) equipped with a shutter(SHI ), was kept at -20°C during measurement
to minimize dark current. The relation between the number of photoelectrons
emitted at the photocathode and the compensator angle was displayed on the
oscilloscope (OS), by displaying the output analog signal of the photon counter
in the vertical axis and the voltage proportional to the compensator angle in the
horizontal axis. The fluctuation ofthe intensity ofthe light used formeasurement
was monitored by receiving the light that passed through the dichroic mirror
(DMI), neutral density filter (F6), and 546-nm interference filter (FS ; for trans-
mitting 546-nm wavelength light), with a photomultipher (PM2; 1P21, Tokyo
Shibaura Electric Co., Tokyo, Japan) and recording it with the oscilloscope (OS)
(cf. record L in Fig . 4b). The intensity of light recorded by the main photomul-
tiplier/photon counter/oscilloscope system was corrected after consideration of
this fluctuation of the intensity ofthe light source, when necessary . The intensity
of light received by the monitoring photomultiplier (PM2) was scarcely affected
by the observation beam . This indicates that the light from Sl was almost
completely cut out by the filters and dichroic mirrors before entering the
photomultiplier(PM2), so that the light recorded by the PM2-oscilloscope system
quite accurately indicates the relative intensity ofthe measuring beam.
The microscope stage (a Nikon rotating stage type H, modified by Narishige
Scientific Instrument Laboratory) could be moved with micrometer screws in45°
and 135° directions with respect to the vibration direction of the polarizer to
drive the specimen on the stage in these directions to traversethe light beam. The
screws were driven with micromotors each attached to a potentiometer transduc-
ing the rotation angle of the screw to voltage . In some cases, the movements of
the micrometer screws in the control units (M01, M02) were transmitted to the
stage by oil pressure through tubings connecting the stage and the control units .
In those cases, the rotating angles of the micrometer screws were converted to
voltage with potentiometers. The speed ofthe stage could be varied from 0 .25 to
10 Am/s .
Retardation Measurement
The specimen was set on the stage so that its azimuth lay at 45° with respect
tothe vibration direction ofthe polarizer. The portion to be measured wasplaced
at the centerofthe microscope field, which was illuminated by the beam ofgreen
light . The analyzer (A in Fig. 1) was set so that its vibration plane was perpen-
dicular to that of the polarizer (P) . The intensity of light measured by the
photomultiplier/photon counter/oscilloscope system (PM1/PC/OS) changed
with the compensator angle as shown by S in Fig. 2 . In this case, the specimen
was a bundle of fibrils of glycerinated muscle ofthe crab Sesarma haematocheir,
and the area to be measured was 0.5 x 2 Am on the I band ofthe bundle . When
the specimen was removed from the center of the microscope field, so that the
measuring beam passed through the background outside the specimen, the
intensity-compensator angle relation changed as shown by B in Fig . 2.
According to the theory ofpolarization optics (cf. reference 9), when a doubly
refracting plate is placed between the crossedpolarizer and analyzer, the intensity
(I,) oflight emerging from the analyzer is given by
I, = Iosin22y,sinzz l ,
￿
(1)
where y, and S, are the azimuth andthe phase difference ofthe plate, respectively,
and Io is the intensity of the light emerging from the polarizer. When another
doubly refracting plate without absorbance is inserted between the crossed
polarizer and analyzer, the intensity (12) of light emerging from the analyzer is
given by
FIGURE 2
￿
Relations between the light intensity and the compen-
sator angle. Trains of white spots are oscillograph records obtained
for a 2 x 0.5 pm region in the I band of a small bundle of fibrils
isolated from glycerinated muscle of the crab Sesarma haematocheir
(S) and for an equivalent area in the background (B) . Closed and
open circles are values calculated from Eqs . 1 and 3 .
12 = to [sin22y,sin'2
+ sin22y2sinz 82
12 ]
+ 2 sin 2y,sin 2y2sinf sin
42
￿
cos , cos
￿
- cos 2(y2 - y,)sin2
sin-1
￿
, (2)
where Y2 and Ss are the azimuth and the phase difference of the second plate .
When y2 = rr/4 rad,
r S,
￿
1
￿
S2
Iz = to I sine2 cos S2sinz2y, +Z (sin S,sin Szsin 2y,) + sinz
21 .
The closed circles on the record B in Fig. 2 were obtained by substituting 0.319
rad (retardation ofthe compensator in this case) for S,, the compensator angle for
y,, and an appropriate value for to in Eq . 1 . The open circles on S in Fig. 2 were
obtained by substituting the same values for 8,, y,, and Io and 0.036 rad (2 .1°) for
82 in Eq . 3 . The excellent agreement between the experimental and expected
results indicates that the present experimental setup is suitable for microphoto-
metric measurement of birefringence and that the specimen used in the experi-
ment shown in Fig . 2 had a retardation (phase difference) of 0.036 rad (3 .1 nm)
and displayed little absorbance or light scattering. The slight difference between
the experimental results and the expected ones, which is barely noticed near the
minima of the curves, may be attributable to stray light introduced by the
birefringence ofthe slideand/or cover slip . Ifthis stray light component is added
to the theoretical points, the coincidence ofthe theory and experiment becomes
even better. The light from the specimen often contained stray light (probably
caused by rotation of the plane of polarized light at the interface of different
refractive indices) and by scattering and birefringence of randomly oriented
particles (e .g., protoplasmic vacuoles) in the optical path . In those cases, thelight
intensity-compensator angle curve was displaced in parallel to the intensity axis
as shown in Fig . 3 (S- S') . Furthermore, the form of the curve often changed
to a less steep one (S" in Fig. 2), probably owing to attenuation oflight intensity
by absorption in the specimen . However, the light intensity-compensator angle
curve was well explained by Eq . 3 ifthe displacement of the curve by stray light
and attenuation of light intensity by absorption were taken into account .
Ifthe compensator angle at which the light intensity from the sample becomes
minimal (extinction angle) is yo, then from Eq . 3
tan 82 = -2 tan -1 sin 2-p .
￿
(4)
When both S, and 52 are sufficiently small to enable tan 82 and tan S,/2 to be
regarded as Ss and S,/2, respectively, then
82 = -S,sin 2yo.
￿
(5)
Therefore, the retardation of the specimen is obtained from the retardation ofthe
compensator (S,) and the extinction angle (yo) by use of Eq. 4 or 5 . This method
can be used even when the stray light and the attenuation of light by absorption
are present, because yo is not affected by them (cf. Fig. 3) .
When the intensity of stray light and light attenuation by absorption in the
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117specimen are small, the retardation ofthe specimen can be determined from the
light intensity with compensator angle fixed to a definite value, because the
intensity isgiven by Eq . 3 when l o , S,, 82, and ys aregiven . The vertical scale seen
at +6° in Fig . 4a indicates retardation values (62) corresponding to various light
intensities, which were calculated using S, (0.319 rad), y, (6°= 0.0105 rad), and
a value for 1, satisfying the reference curve obtained for the background .
This method cannot be used when the intensity ofstray light varies between
the background and the sample or when the attenuation ofthe light intensity is
not negligible . However, this method can be used if an appropriate isotropic
region, where both the intensity ofthe stray light and the attenuationofthe light
intensity are practically the same as those of the sample, is found for obtaining
the reference curve . In experiments on living cells, the isotropic portion in the
sample, rather than the background outside the sample, was often used as the
reference for determining the birefringence of the anisotropic portions in the
sample .
Because the microscope stage could be moved in directions at 45° and 135° to
the vibration direction of the polarizer in the present experimental setup, the
distribution of retardation along the 45° and 135° lines could be displayed by
.. c
m
J
O 1 O
Corrpensator angle
S's 5" B
FIGURE 3
￿
Principle of retardation measurement from the extinction
angle . The figure shows the relations between light intensity and
compensator angle for the background (B) and the sample (S, S',
and S ") . The relations closely agreewith theory of optics as shown
by B and S (and B and S in Fig . 2) when the stray light and
attenuation of light intensity by absorption, scattering, etc., are
negligible . Thecurve is displaced upwardswhen stray light is present
(S') and changes in its form when attenuation is present (S ") . The
extinction angle (yo) is the same in these cases. The retardation is
calculated by Eq .4.
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oscillographic records in which the output of the photon counter was displayed
on the vertical axis and voltage representing the rotation angle ofthe micrometer
for moving the stage was displayed on the horizontal axis. Fig . 46 indicates the
distribution of retardation along the axis ofa mitotic apparatus isolated from an
egg of the sand dollar Clypeasterjaponicus during the first division .
The Size of the Illuminated Area
for Measurement
In the present apparatus, a small rectangular area in the specimen was
illuminated by green light (546-nm wavelength) by projecting the image of a
small window (WI in Fig . 1) in the light path . The size of the area to be
illuminated was determined from the results ofthe following experiments so that
the regionformeasurement ofbirefringent retardationwas uniformly illuminated
and the effect of light emerging from the surroundings (SV effect; see reference
10) was sufficiently small.
In the first experiment, a stage micrometer was placed on the stage, and a
region outside the scale of the micrometer was brought to the microscope field
after focusing the scale. This region gave an almost uniform brightness over the
microscope field, owing to the strain birefringence of the slide. Images of Wl
were formed at the plane of the specimen after a reduction to I/30 with the
rectified condenser (8-mm focal length) and at the plane of W2 after a magnifi-
cation of200 with a x40 rectified objective, x 10 ocular and a relay lens (L8) .
Both W1 and W2 were square in shape . The sides ofthe image of Wl formed at
the W2 plane were adjusted to be parallelto the sides of W2,and the two images
were centered to each other. The measurements gave the distribution of light
intensity at the plane of W2. Fig . 5 shows a typical example of a series of
experiments. In this case, WI was0.18 mm square (A), 0.15mm square (B), and
0.12 nun square (C), corresponding to 6 Jam square, 5 pin square, and 4 pin
square, respectively, at the plane of the specimen and 1.2 mm square, l mm
square, and 0.8 mm square, respectively, at the plane of W2 . W2 was 0.4 mm
square corresponding to 2 Jam square at the specimenplane . It can be seenin this
figure that : the light intensity is almost uniform in the central region ofthe image
of Wl as expected from geometrical optics; light intensityis less at the periphery
of the image of Wl (0.2-0.3mm from the edge at the W2 plane or 1-1.5 pin at
the specimen plane) ; and appreciable brightness is detected outside the image .
We believe that the reduction of the light intensity at the peripheral region and
the spread ofthe light onto the surroundings result from diffraction and the flare
oflight in the optical system.
In the second experiment, the variation of the light intensity passing through
W2 was determined when the size of W1 was changed . The size of W2 was fixed
to 0.2mm square or 0.4mm square, corresponding to 1 pan square or2 pin square
respectively at the specimen plane, and the image of W1 was centered to W2 . As
the size of Wl increased, the light intensity sharply increased until the size of the
image of W1 at the specimen plane became greater by 3 pin than the size of the
imageof W2 . As the sizeof W1 was increased further, thelightintensity increased
FIGURE 4
￿
Determination of birefringence retardation along the light intensity with fixed compensatororientation . (a) . The train
of white dots in the oscillographic record indicatesthe relation between the light intensity of thebackground and thecompensator
angle . The brightness of the specimen with given retardation values are calculated for a 6° compensator angle according to Eq . 4,
using the data obtained from the relation between the light intensity of the background and the compensator angle (assuming
that both the stray light and the attenuation of the light intensity are negligible in the sample) . (b) Retardation vs. distance along
the spindle axis in a mitoticapparatus isolated from an egg of the sand dollar, Clypeasterjaponicus . Record L indicates fluctuation
of the light intensity of the light source (cf . scale on the right) .gradually. It is thought that the initial sharp increase in light intensity is
attributable to the increase in the incident light on the area to be measured and
the gradual increase at greater sizes of W1 is attributable to the increase in flare
of light emerging from surroundings ofthe area to be measured (SV effect). From
the above experiments, we decided to use a size of WI such that the image of W1
at the specimen plane, when centered on the region for measurement, was - 1.5
pin wider all around .
RESULTS AND DISCUSSION
Effects of Numerical Apertures of the Objective
and the Condenser on Retardation
Measurement
Because objective and condenser lenses with high numerical
apertures were used to obtain good resolution in the present
apparatus, a question arises whether the retardation value
determined with such lenses using oblique rays is different
from that determined using paraxial rays . To answer this
question, we made retardation measurements with x 40 recti-
fied objective and an 8-mm rectified condenser at various
numerical apertures . The numerical aperture of the objective
(0.65 without stop) was changed to 0.31 or 0.17 by putting a
stop near the "rectifier" attached to the objective . The con-
denser aperture was set to 0.17, 0.31, or 0.65 using the iris
diaphragm attached to the condensor.
An -5-itm-thick bundle of myofibrils, which was dissected
out of glycerinated leg flexor muscle of the crab Sesarma
haematocheir was placed on a strain-free glass slide and covered
with a cover slip . A 4-pin-square region in the I band of the
myofibril was illuminated, and the retardation of a 1-
Lm-square region at its center was determined from the extinction
angle displayed by the oscilloscope, using Eq. 5 . It was found
that the retardation values were almost the same in all the
combinations of numerical apertures of the objective and the
condenser mentioned above, indicating that retardation mea-
surements were scarcely affected by the difference in the nu-
merical aperture in the present experimental setup.
Sato et al. (12) arrived at the same conclusion using visual
compensation determination with rectified objectives of differ-
ent numerical apertures (x 40/0.65, x 20/0.40, andx 10/0.25) .
Limitations of the Present Setup and
Applications to Cell Biology
Using the present experimental setup, it is possible to deter-
mine small birefringence retardation of microscopic objects as
small as I pin . The location to be measured can be confirmed
by observation through the viewfinder during measurement .
The increase in light intensity by illumination of the entire
microscope field with red light was <3%, as determined by the
photomultiplier/photon counter/oscilloscope system (PM1/
PC/OS) . The percentage increase was almost constant irre-
spective of the compensator angle, so that measurements were
usually carried out while the entire microscope field was illu-
minated without using the interference filter (F7) . The back-
ground light intensity attributable to red light could be reduced
to <0.I% by inserting the filter (F2) .
The sensitivity of birefringence determination with the pres-
ent setup is determined by the number of photoelectrons
emitted from the photocathode of the photomultiplier, which
depends on the intensity of the light source, the area to be
measured on the specimen plane, and the duration of illumi-
nation for photon counting. In a typical case where the area to
be measured was 41m2
, the duration for photon counting was
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FIGURE 5
￿
Distribution of light intensity at the plane of the second
window (W2 in Fig . 1) . Curves a, b, and c are the distributions of
light intensity with the first window (WI) of three different sizes
(0.18-mm square, 0.15-mm square, and 0.12-mm square shown by
A, B, and C, respectively) . The corresponding sizes of W1 and the
sizes of the image of W1 at the plane of the specimen are shown by
scales W1 and S at the top of this figure .
0 .1 s, and the compensator angle was fixed at 6', the number
(n) ofphotoelectrons emitted from the photocathode was -., 10' .
Thermal noise generated at the photocathode was minimized
by chilling the photomultiplier to -20°C, as mentioned above .
Thermal noise resulting from low-energy pulses generated at
the dynodes and nonthermal noise resulting from high-energy
pulses generated by cosmic rays, etc ., were eliminated by
circuits in the photon counter . As a result, the noise observed
when the light sources were extinguished was 1-2 photoelec-
trons/s, i .e ., 1-2 x 10-5 of the signal . Because this noise level
is very low, noise in the electrophotometric system results
mainly from the fluctuation ofemission ofphotoelectrons from
the photocathode . Because a Poisson distribution is observed
for the number of photoelectrons emitted, the standard devia-
tion is given by the square root of the number of electrons
(which is 100, or 1% of 10' in the above example) . From the
relationship of retardation to light intensity at a fixed compen-
sator angle, 1% deviation of the light intensity corresponds to
0.03-nm retardation. This indicates the approximate limitation
for the retardation measurement . A similar figure is obtained
when the retardation is determined from the extinction angle
ofthe compensator, because the extinction angle is determined
from the mean of two different angles giving the same light
intensity.
Because the number of photoelectrons counted is propor-
tional to the area being measured and to the duration of
counting, and because the standard deviation is given by the
square root of the number, the error is inversely proportional
to the square root of the number of photoelectrons emitted .
Therefore, the minimum detectable retardation from a sample
area of 1 itm 2 is twice that of a sample area of 4 Ftm
2 . It
increases by 12 - 0 (-4.5) times when the duration of photon
counting is reduced to 5 ms (the shortest duration in the present
setup) instead of 0 .1 s . Also, the precision of photoncounting
decreases with shorter duration.
Errors resulting from fluctuations in light intensity of the
light source (S2 in Fig . 1) can be corrected by checking the
light intensity with a photomultiplier (PM2 in Fig. 1) as
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11 9mentioned above, though the correction usually unnecessary
because the fluctuations were very small .
The birefringence (BR) detection apparatus reported here
exhibits high resolving power and sensitivity, as demonstrated
in Fig . 6, in which Z, H, andM lines as well asA and I bands
can be clearly recognized. Because of these qualities and its
rapid response, the present setup appears to be exceptionally
useful for quantitatively analyzing rapidly changing birefrin-
gent structures in living, moving cells .
Comparison of the Present System with Previous
Systems for Measuring BR of Microscopic
Objects
Three kinds of photometric methods (visual, photographic,
and electronic) are used for BR measurement of microscopic
objects. The dark-adapted eye is an efficient detector and 10-1-
10-2 Jun of retardation can be detected in a high-extinction
polarizing microscope (e.g ., see references 6, 7, and 11). Pho-
tographic detection methods (e.g ., 8 and 13) have a sensitivity
comparable to the visual method, but scrupulous care and
troublesome procedures are required to obtain reliable results .
Neither method is applicable to an object showing rapid mo-
tility or fluctuations in BR .
As discussed by Allen et al. (1, 2), the electronic method has
various merits in BR measurement as compared with visual
and photographic methods, especially in its rapid responsive-
ness to BR change . The sensitivity of the present system (0.03
nm) is as high as visual and photographic methods when the
area is 4 pmt and the duration of measurement is 0.1 s, and it
increases in proportion to the square root of the area times the
duration. The basal noise level in the system (0.002 A for a
spot 36 pm in diameter) of Allen et al . (1, 2) and that in the
system (0 .1 nm for a spot of 30pm in diameter) ofTaylor and
Zeh (15) are comparable to that in the present system, if the
time constant ofeach system is taken into consideration. Using
thepresent system, it is possible to detect weakBR retardation
of 10-3-10-4 nm under best conditions. Also, it is possible to
measure BR of an area as small as I Am with a time constant
as short as 5 ms with an appropriate sensitivity .
One of the distinctive features of the present system is that
the image of the specimen and location of the measured spot
FIGURE 6 Distribution of birefringence retardation along the axis
of a bundle of myofibrils dissected from a glycerinated leg muscle
of the crab Sesarma haematocheir . Oscillograph record (b) showing
the distribution of birefringence along the axis of the bundle shown
by the photomicrograph in a . The dimension of the area used in
scanning is shown by a small rectangle on the A band of the bundle .
Z line, I band, A band, H zone and M line are shown in the record
and the photomicrograph . a, x 1,600.
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can be continuously monitored during the measurement under
consideration ofthe SV effect, whichwas neglected in previous
investigation . Though the retardation is determined directly
from the light intensity or the compensator angle showing
minimum light intensity, it may be possible to determine
automatically from the phase difference if an electro-optical
light modulator is used, as Allen et al. (1, 2) and Taylor (14)
described.
The change in BR retardation during contraction has been
determined in muscle fibers in detail by use of electronic
methods (e.g ., see references 3, 4, and 14) suitable formeasuring
BR retardation considerably larger than the retardation mea-
sured by the present system . Although these methods deter-
mined BR change of a large area covering many sarcomeres,
it is desirable to determine the BR change for individual parts
constituting the sarcomere, such asAband, Iband andH zone,
so that the structural changes during muscular contractionmay
be understood in more detail. The present system may be
useful for this purpose because of its high space and time
resolutions.
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